Blunt trauma leading to delayed extrusion of sacral nerve implant.
Sacral neuromodulation is an effective treatment for refractory urge urinary incontinence, frequency, and urgency. Post pulse generator (IPG) adverse events requiring revision or explantation are typically pain, loss of response, and infection. We report a case of trauma-induced soft tissue injury and delayed extrusion of the IPG through the subcutaneous fat and skin. The device was explanted.